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1.  INTRODUCTION 


The  goals  of  the  first  year  of  this  training  grant  were  to  develop  the  foundations  for  a 
new  medical  imaging  modality,  now  called  Trans-Urethral  Photoacoustic  (TUPA) 
Imaging,  which  utilizing  a  small  catheter  into  the  urethra  enabling  imaging  molecular 
marker  of  DNA  Damage  during  prostate  radiation  therapy  with  high  photoacoustic 
contrast  and  resolution.  The  development  of  this  modality  is  significant  to  tracking  the 
biologic  effect  of  radiation  treatment,  rather  than  just  the  physical  dose^'®. 

The  first-year  research  goals  were  to  develop  the  imaging  instrumentation  to  enable  this 
modality.  This  grant  has  provided  the  funding  to  devise  a  trans-urethral  photoacoustic 
endoscope,  which  has  the  potential  to  obtain  higher  resolution  by  using  a  high 
frequency  ultrasound  detector  and  achieve  deeper  penetration  depth  with  a  light 
delivery  via  the  urethra.  For  the  first-year  training  goals,  this  grant  has  provided  for 
extensive  study  in  prostate  cancer,  molecular  imaging  modalities,  molecular  targeting  of 
cancer,  and  opportunities  to  engage  physicians. 

As  of  today,  the  results  of  this  grant  are:  2  journal  publications;  4  conference  abstracts, 
including  3  first  author,  and  2  conference  oral  presentations.  The  future  for  this  grant 
looks  bright,  as  this  technique  will  soon  be  tested  in  small  animal  models  in  vivo\  the 
next,  more  clinically  feasible  interventional  version  is  under  development. 

2.  KEYWORDS 

Prostate  Cancer,  Photoacoustic  Imaging,  Molecular  Imaging,  Radiation  Therapy 

3.  OVERALL  PROJECT  SUMMARY 


Research  Accomplishments:  SOW  Aim  1:  Develop  a  photoacoustic  imaging 
system  for  prostate  cancer  imaging 

Major  Task  1:  Develop  photoacoustic  imaging  system 


Subtask  1:  Investigation  of  photoacoustic  imaging  system  (month  1-6) 


The  trans-urethral  photoacoustic  (TUPA)  catheter  has  been  developed  in  the  first  6 
month  of  this  project,  shown  in  Figure  1.  Figure  1(a)  is  a  schematic  to  illustrate  the 
principle  of  the  mechanical  scanning  and  the  configuration  of  the  optical  and  acoustic 
components.  The  catheter  was  built  with  a  side-fire  optical  fiber  for  light  delivery  and  a 
commercially  available  mini  ultrasound  transducer.  The  catheter  was  capable  of  both 
receiving  the  photoacoustic  signal  and  performing  ultrasound  pulse-echo  imaging^. 


Scanning 


Ultrasound  catheter 
Optical  fiber 


Overlap  between  ultrasound 
and  laser  beam 


1"^'  I* 

I  Q 


Figure  1  (a)  Schematic  of  trans-urethral  photoacoustic  (TUPA)  system 
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20MHz  transducer  (1.5  x  3  mm,  55  cm  wires) 


Laser 

'  Pulser-Receiver 


Oscilloscope 


Computer 


TUPA  catheter 


Figure  1  (b)  Picture  of  the  trans-urethral  photoacoustic  (TUPA)  system  and  its  key  components 


US/ PA 


Figure  1  (c)  Phantom  experiments  by  using  trans-urethral  photoacoustic  (TUPA)  system.  US  : 
ultrasound  imaging  of  the  phantom;  PA:  Photoacoustic  imaging  of  the  phantom;  and  combined 
US/PA  imaging  of  the  phantom;  and  the  picture  of  the  phantom. 
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Figure  1(b)  shows  photos  of  trans-urethral  photoacoustic  (TUPA)  imaging  system.  A 
TUPA  catheter  comprised  of  two  key  components:  optical  laser  fiber,  and  the  mini 
ultrasound  transducer.  An  ultrasonic  (US)  transducer  (LiNbOS,  ~20  MHz,  unfocused) 
generates  US  pulses  and  detects  both  PA  and  US  pulse-echo  signals.  The  US 
transducer  was  costumed  made  by  Blatek,  Inc.  with  a  very  small  piezoelement  size 
(1.5x3  mm).  It  provides  two  55cm  wires  which  can  send  the  photoacoustic  signal 
outside  of  the  catheter  to  the  ultrasound  pulser  and  receiver  (5072PR,  Olympus).  Inside 
the  tubular  shaft,  a  multimode  optical  fiber  (UM22-600,  Thorlabs)  was  placed  which  is 
positioned  statically  along  the  axis  of  the  endoscope.  A  parabolic  acoustic  reflector  (10 
mm  diameter,  nickel  substrate,  Optiforms)  and  an  optical  prism  (3  mm  diameter,  altered 
from  #45-525,  Edmund)  was  mounted  inside  the  catheter.  The  scanning  head  is 
actuated  by  a  step  motor  located  at  the  proximal  end.  Via  the  prism  and  parabolic 
reflector,  laser  pulses  and  acoustic  waves  are  delivered  coaxially  to  achieve  an  efficient 
overlap  of  the  illumination  and  acoustic  detection  over  a  large  depth  range.  A 
membrane  forms  an  imaging  window  and  seals  the  inner  cavity  of  the  endoscope,  which 
is  filled  with  de-ionized  water.  The  imaging  capability  of  combined  PA  and  US  imaging 
with  endoscopic  catheter  has  been  demonstrated  on  a  phantom  imbedded  with  IRDye 
800CW  as  a  contrast  agent  in  the  sample  (Figure  1(c)). 

This  work  was  carried  out  under  guidance  from  my  mentor  Dr.  Lei  Xing,  as  proposed, 
who  is  an  expert  in  medical  imaging  instrumentation. 


Subtask  2:  Control  software  will  be  developed  in  Labview  to  enable  automated 
data  acquisition  (month  7-12) 


Control  Panmct^rc 


DAQfor  photoacoustic  imaging 

Board  ZnfonmboB  Output  FiU 


Figure  2  Flowchart  of  the  photoacoustic  data  acquisition  loop,  and  control  panel  of  data 
acquisition  software  for  photoacoustic  imaging 

A  Labview  based  platform  was  built  to  control  the  data  acquisition  system  (Figure  2).  The 
2-D  PA/US  image  was  reconstructed  with  the  modified  filtered  back  projection  algorithm 
constructed  in  the  MATLAB  programming  language.  Light  and  ultrasound  attenuation 
was  considered  during  the  imaging  reconstruction.  Image  registration  between  PA  and 
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US  has  been  done  automatically  in  the  software.  The  reconstructed  data  from  a 
pullback  scan  can  then  be  used  to  generate  a  3-D  PA/US  image. 


Training  Accompiishments: 

Major  Task  1:  Training  and  educationai  deveiopment  in  prostate  cancer  research 
Subtask  1:  Attend  radiation  physics  resident  iecture  series  (month  1-6) 

Stanford  University  Radiation  Oncology  has  a  comprehensive  training  program  that 
emphasizes  on  research  with  ambitious  clinical  goals.  I  attended  weekly  research 
seminars  (every  Tuesday  morning)  held  by  the  department,  where  Stanford  faculty 
members,  postdoctoral  fellows,  as  well  as  invited  speakers  from  outside  give 
presentations  and  open  discussions  on  their  research.  Some  of  the  seminars  are  very 
impressive  to  me.  For  example,  one  of  the  seminars  tittled  as  “Image  Guidance  in 
Radiation  Therapy:  Applications  to  Adaptive  Treatment  Planning  and  Response”  is 
really  help  me  understand  the  current  clinical  needs  in  radiation  therapy.  In  addition,  to 
keep  up  with  the  fast  development  of  radiation  physics  research,  I  also  attended 
biweekly  radiation  physics  journal  club  meetings  to  discuss  and  exchange  ideas  about 
the  most  recent  research.  The  comprehensive  training  program  and  an  easily 
accessible  talent  pool  at  Stanford  have  contributed  significantly  to  the  success  of  the 
proposed  research. 

Subtask  2:  Present  research  at  the  monthiy  department  group  meetings  (month 
1-24) 

It  is  required  to  present  my  research  at  the  monthly  department  group  meetings  here  at 
Stanford.  My  mentor  Dr.  Lei  Xing  and  other  members  have  been  invited.  In  those  group 
meetings,  we  discussed  the  progress  of  current  projects  and  the  latest  progresses  in 
prostate  cancer  research,  molecular  imaging,  bioengineering,  or  related  fields.  After 
each  presentation,  the  advisory  team  provided  constructive  feedback  and  advice  on  his 
research  and  presentation  skills.  I  was  also  invited  to  present  my  research  at  the 
Stanford  Radiation  Biology  Seminar  on  August  12**^,  2014  titled  as  “Radiation  induced 
acoustic  emission  for  cancer  imaging  and  diagnosis”. 

Subtask  3:  Attend  a  nationai  scientific  meeting  in  reievant  scientific  fieid  (month 
1-24) 

I  attended  the  annual  meetings  held  by  professional  societies  in  the  field,  such  as 
American  Society  of  Therapeutic  Radiology  and  Oncology  (ASTRO)  on  09/15/2014  at 
San  Francisco,  California,  and  American  Association  of  Physicists  in  Medicine  (AAPM) 
on  07/22/2014  at  Texas  Austin,  etc.  These  scientific  meetings  offer  an  ideal  platform  for 
me  to  communicate  and  exchange  ideas  about  the  latest  development  related  to  the 
proposed  research  with  peers  around  the  globe. 

In  performing  these  tasks,  the  investigator  has  been  exposed  to  the  field  of  molecular 
imaging,  a  new  direction  for  this  PI.  This  research  education  has  been  aided  with 
participation  in  BioE222:  Molecular  Imaging,  which  brought  together  the  top  molecular 
imaging  faculty  at  Stanford  to  teach  aspects  in  the  hardware,  chemistry,  and  biology  of 
molecular  imaging.  In  addition,  the  PI  was  exposed  to  molecular  probe  fabrication, 
including  the  processes  in  making  IRDye  stable  in  human  serum  with  low  toxicity. 
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Also,  the  PI  gained  knowledge  in  molecular  targets,  and  the  advantages  and 
disadvantages  of  targeting  to  peptides,  hormones,  antibidies,  affabodies,  and  other 
targeting  agents.  This  program  has  been  aided  by  working  at  benchside  with  these 
materials  scientists,  biologists,  and  molecular  imaging  experts. 


4.  KEY  RESEARCH  ACCOMPLISHMENTS 


•  Developed  a  trans-urethra  I  photoacoustic  (TUPA)  imaging,  in  an  appropriate 
geometry  for  monitoring  of  Radiation  Therapy  for  prostate  cancer  patient. 

•  Fabricated  a  trans-urethral  photoacoustic  (TUPA)  imaging  catheter  to  enable 
automated,  controlled  imaging  of  the  DNA  damage  during  prostate  cancer 
radiation  therapy. 

•  A  Labview  based  software  platform  was  built  to  control  the  data  acquisition 
system  for  photoacoustic  imaging. 

5.  CONCLUSION 

The  first  funding  period  in  this  grant  has  developed  the  research  infrastructure  for  trans¬ 
urethral  photoacoustic  (TUPA)  imaging.  This  has  resulted  in  a  fully  functioning  system 
that  may  perform  the  systematic  studies  in  phantoms  and  pre-clinical  animals  that  is  the 
crux  of  Aims  3  &  4  from  the  SOW.  Towards  the  goal  of  determining  the  feasibility  for 
patient  imaging,  and  we  will  provide  proof-of-concept  for  the  prostate  cancer  treatment 
monitoring  realizations  of  this  modality.  Future  work  for  Aims  3&4  will  involve  a  more 
sophisticated  tissue-simulating  phantom  study  to  evaluate  system  temporal  and 
sensitivity  performance  with  regards  to  imperfect  background  contrast  uptake,  and  a 
systematic  study  to  determine  the  feasibility  in  pre-clinical  and  clinical  research.  In 
addition,  the  first  funding  period  for  this  grant  resulted  in  much  training  for  the  PI,  for 
molecular  imaging,  small-animal  imaging,  cancer  biology,  and  device  commercialization. 
The  research  and  training  in  the  grant  are  significant  for  the  eradication  of  prostate 
cancer  for  the  new  developments  in  the  potential  for  early  detection  of  prostate  cancer, 
for  the  treatment  of  prostate  cancer  by  providing  feedback  to  guide  radiation  therapy, 
and  for  the  coursework  which  will  enable  this  PI  to  apply  newly  learned  skills  to  bring 
technologies  to  the  clinic  and  marketplace.  It  is  our  hope  that  this  pioneering  work  will 
lead  to  advancements  in  this  new  field  that  can  be  translated  to  the  clinic. 

6.  PUBLICATIONS,  ABSTRACTS,  AND  PRESENTATIONS 

2  journal  publications,  1  patent  application;  4  conference  abstracts,  including  3  first 
author,  and  2  conference  oral  presentations;  4  courses  taken,  including  BioE222: 
Molecular  Imaging,  Med374:  Medical  Device  Design.  The  future  for  this  grant  looks 
bright,  as  this  technique  will  soon  be  tested  in  small  animal  models  in  vivo\  the  next, 
more  clinically  feasible  interventional  version  is  under  development. 
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Presentations: 

•  Liangzhong  Xiang,  Benjamin  P  Fahimian,  Moiz  Ahmad,  and  Lei  Xing,  “High  precision  focai 
brachytherapy  of  prostate  cancer  guided  by  duai-modei  photoacoustic  and  uitrasound  imaging” 
Presented  at  56th  Annuai  Meeting,  San  Francisco,  Caiifornia,  on  09/13/2014.  Poster 

•  L  Xiang,  M  Ahmad,  A  Nikoozadeh,  G  Pratx,  B  Khuri-Yakub,  L  Xing,  “X-ray  acoustic  computed 
tomography  (XACT):  100%  sensitivity  to  X-ray  absorption”.  Presented  at  56th  Annuai  Meeting&. 
Exhibition,  Austin,  Texas,  on  07/22/2014.  Orai  Presentation 

•  Liangzhong  Xiang,  M  Ahmad,  C  Carpenter,  G  Pratx,  A  Nikoozadeh,  B  Khuri-Yakub,  L  Xing,  “X- 
Ray  Acoustic  Computed  Tomography:  Concept  and  Design”,  Presented  at  55th  Annuai  Meeting&. 
Exhibition,  Indianapoiis,  Indiana,  on  08/08/2013.  Hot  Topic  Orai  Presentation 

•  M  Ahmad,  M  Bazaiova,  L  Xiang,  L  Xing,  “X-Ray  Fiuorescence  CT  as  a  Novei  Imaging  Modaiity  for 
Improved  Radiation  Therapy  Target  Deiineation”,  Presented  at  56th  Annuai  Meeting,  San  Francisco, 
Caiifornia,  on  09/13/2014.  Poster 


Journal  Publications: 

•  Liangzhong  Xiang,  Moiz  Ahmad,  Xiang  Hu,  Zhen  Cheng,  and  Lei  Xing,  Labei-free  photoacoustic 
ceii-tracking  in  reai-time,  X-Acoustics:  Imaging  and  Sensing,  1:  18-22  (2014). 

•  Moiz  Ahmad,  Magdaiena  Bazaiova,  Liangzhong  Xiang,  and  Lei  Xing,  Order  of  magnitude 
sensitivity  increase  in  x-ray  fiuorescence  computed  tomography  (XFCT)  imaging  with  an  optimized 
spectro-spatiai  detector  configuration:  theory  and  simuiation,  IEEE  Trans.  Med.  Imag.,  99,  (2014). 


7.  INVENTIONS.  PATENTS  AND  LICENSES 

•  Liangzhong  Xiang,  Lei  Xing,  “Method,  system  and  apparatus  for  ionizing  radiation-induced  acoustic 
tomography,”  US  Patent  Appiication  (Pending,  2013). 


8.  REPORTABLE  OUTCOMES 

2  journal  publications,  1  patent  application;4  conference  abstracts,  including  3  first 
author,  and  2  conference  oral  presentations;  4  courses  taken,  including  BioE222: 
Molecular  Imaging,  Med374:  Medical  Device  Design.  The  future  for  this  grant  looks 
bright,  as  this  technique  will  soon  be  tested  in  small  animal  models  in  vivo\  the  next, 
more  clinically  feasible  interventional  version  is  under  development. 

9.  OTHER  ACHIEVEMENTS 

Nothing  to  report. 
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individually  for  statistical  purposes.  All  treatments  completed  with  6  MV  pho¬ 
tons  at  200cGy  per  treatment  (linear  accelerator). 

Results:  The  dose  contributions  from  each  of  the  5  treatments  without  and 
with  the  prone  lead  shield  to  the  medial  (MCB)  and  lateral  (LCB)  contralateral 
breast  were  averaged  individually.  Unshielded  dose  means  were  36.2cGy  and 
3.47cGy  (p  =  1.53x10-10),  and  shielded  dose  means  were  lO.OScGy  and 
1.57cGy  (p  =  1.21x10-8),  respectively.  When  comparing  MCB  and  LCB 
doses  without  and  with  lead,  the  shield  significantly  reduced  dose  to  both  sides 
of  the  contralateral  breast  (MCB  p  =  4.34x1(7-11,  LCB  p  =  9.96xl0'-4). 
Conclusions:  The  prone  lead  shield  significantly  reduced  scatter  dose  to  the 
contralateral  breast.  Reductions  may  be  clinically  relevant  by  decreasing  the 
risk  of  contralateral  radiation-induced  breast  cancer  in  patients  receiving  ra¬ 
diation  therapy  for  breast  cancer.  This  shield  is  safe  and  would  not  require 
adjustment  as  it  would  be  a  part  of  the  prone  breast  board  during  treatments. 
Author  Disclosure:  U.  Goyal:  None.  G.  Georgiev:  None.  M.  Ceizyk: 
None.  A.  Locke:  None.  H.  Thai:  None.  C.  Hine:  None.  K.  Bowers:  None. 
A.  Mignault:  None.  L.  Castillo:  None.  L.  Smith-Raymond:  None. 
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High  Precision  Focal  Brachytherapy  of  Prostate  Cancer  Guided  by 
Dual-Mode  Photoacoustic  and  Ultrasound  Imaging 

L.  Xiang,  B.R  Fahimian,  M.  Ahmad,  M.  Buyyounouski,  and  L.  Xing; 
Stanford  University,  Palo  Alto,  CA 

Purpose/Objective(s):  Prostate  focal  brachytherapy  can  potentially  be 
leveraged  for  ablative  dose  escalation  of  biologically  targeted  lesions  and 
for  eligible  early  stage  patients,  as  a  sole  treatment  method  to  reduce 
normal  tissue  toxicity  relative  whole-gland  brachytherapy.  However,  its 
current  implementation  is  limited  by  the  lack  of  an  imaging  technique  that 
can  precisely  localize  and  stage  the  tumor,  and  provide  real-time  feedback 
of  the  seed  implantation  with  high  resolution.  The  purpose  of  this  study  is 
to  explore  a  new  dual-mode  photoacoustic  (PA)  and  ultrasound  (US)  im¬ 
aging  technique  to  address  these  needs. 

Materials/Methods:  Phantom  experiments  were  performed  to  simulate 
PA/US  imaging  of  a  brachytherapy  seed  implantation.  A  dual-modality 
PA/US  imaging  system  was  engineered.  This  system  consisted  of:  1)  A 
tunable  OPO  laser  beam  pumped  by  a  pulsed  NdiYAG  laser  (wavelength 
from  690—960  nm)  delivered  through  an  optical  fiber  bundle  to  generate 
PA  signal;  and  2)  an  array  transducer  (13-24  MHz)  to  acquire  both  PA  and 
US  signals.  Once  the  photoacoustic  transient  and  ultrasound  pulse-echo 
signal  was  captured,  the  image  processing  was  performed  with  the  ac¬ 
quired  imaging  data.  The  phantom  consisted  of  lipid  emulsion  solution 
(Intralipid)  to  mimic  tissue  scattering,  and  Agar  powder  (2%)  to  solidify 
the  mixed  Intralipid  and  India  ink  to  simulate  tissue  absoiption.  A  hypo¬ 
dermic  needle  and  titanium-shelled  4.5  x0.8-mm  brachytherapy  seeds  were 
used  for  the  implantation  experiment. 

Results:  The  needle  was  imaged  with  excellent  PA  contrast  (11.5±5  ratio  be¬ 
tween  the  needle  and  the  background  tissue  at  a  laser  wavelength  of  750  nm)  with 
insertion  captured  in  real-time.  We  have  found  that  photoacoustic  imaging  at  850 
nm  can  identify  brachytherapy  seeds  uniquely  with  a  contrast-to-noise  ratio  of  5 1 .6 
dB.  The  co-registered  images  of  PA  imaging  and  US  imaging  are  able  to  clearly 
display  the  presence  of  the  brachytherapy  seed  within  the  tissue  background. 
Conclusions:  The  PA  imaging  has  been  validated  that  there  are  high 
contrast-to-noise  ratio  in  visualizing  tumor  based  on  the  optical  contrast 
between  tumor  vasculature  and  the  soft  tissue,  while  US  imaging  presents 
the  morphological  features  including  the  boundary  and  the  urethral  of  the 
prostate.  In  addition  to  the  potential  of  improving  tumor  localization  ac¬ 
curacy,  the  proposed  combined  PA  and  US  imaging  approach  can  allow  for 
the  real-time  visualization  of  needle  insertion  during  a  prostate  seed  im¬ 
plantation,  and  high  resolution  verification  of  seed  location  after  implan¬ 
tation.  Such  a  capability  would  improve  adherence  to  a  patient’s  dosimetric 
treatment  plan,  may  allow  for  intraoperative  dynamic  dose  optimization, 
and  could  obviate  the  need  for  costly,  ionizing  CT-based  post-implant 
evaluations  and  external-beam  radiation  corrections. 

Author  Disclosure:  L.  Xiang:  None.  B.P.  Fahimian:  None.  M.  Ahmad: 
None.  M.  Buyyounouski:  None.  L.  Xing:  None. 


3850 

The  Credentialing  Process  for  the  NSABP  B-51/RT0G  1304  Phase  3 
Randomized  Clinical  Trial 

J.  Leif,'  H.  Nguyen,^  A.  Hollan,'  D.  Followill,*  J.  Galvin,^’"*  D.  Kiniry,'^’*’ 
T.B.  Julian,'*’^  E.P.  Mamounas,'*’^  J.  White, A.J.  Kahn,^’*^ 

S.  Shaitelman,"*’*  M.  Torres,^’*^  F.  Vicini,^’^*  N.  Wolmark,''’’*^ 
and  W.J.  Curran^’ ^U.T.  M.D.  Anderson  Cancer  Center,  Houston,  TX, 
^Thomas  Jefferson  University  Hospital,  Philadelphia,  PA,  ^Radiation 
Therapy  Oncology  Group  (RTOG),  Philadelphia,  PA,  '^NSABP 
Biostatistical  Center  and  the  University  of  Pittsburgh  Graduate  School  of 
Public  Health,  Department  of  Biostatistics,  Pittsburgh,  PA,  ^National 
Surgical  Adjuvant  Breast  and  Bowel  Project  (NSABP),  Pittsburgh,  PA, 
^Allegheny  Cancer  Center  at  Allegheny  General  Hospital,  Pittsburgh,  PA, 
^M.D.  Anderson  Orlando,  Orlando,  FL,  ^Ohio  State  University,  Columbus, 
OH,  ^The  Cancer  Institute  of  New  Jersey,  Rutgers  Cancer  Institute  of  New 
Jersey,  New  Brunswick,  NJ,  ^^Emory  University  Winship  Cancer  Institute 
Emory  University,  Atlanta,  GA,  William  Beaumont  Hospital,  Royal  Oak, 
MI,  ^^Allegheny  Cancer  Center  at  Allegheny,  Pittsburgh,  PA 

Purpose/0bjective(s):  NSABP  B-51/RTOG  1304  is  a  randomized  phase 
III  clinical  trial  evaluating  regional  nodal  (RN)  radiation  therapy  (RT)  in 
patients  (pts)  with  positive  axillary  nodes  before  neoadjuvant  chemo¬ 
therapy  (NC)  who  convert  to  negative  axillary  nodes  (ypNO)  after  NC.  Pts 
following  lumpectomy  are  randomized  to  whole  breast  RT  (Arm  lA)  vs 
breast  and  RN  RT  (Arm  2A);  and  post-mastectomy  pts  are  randomized  to 
observation  (Arm  IB)  vs  chestwall  and  RN  RT  (Arm  2B).  This  is  the  first 
multi-institution  group  trial  evaluating  breast  cancer  RN  RT,  requiring 
3DCRT  or  IMRT  treatment  plans  based  on  CT  contouring  with  DVH  plan 
evaluation.  An  institution  must  be  credentialed  to  demonstrate  that  phy¬ 
sician’s  staff  have  read  the  protocol,  meet  specific  technology  re¬ 
quirements,  and  generate  RT  plans  that  meet  protocol-defined  RT  dose 
volume  constraints.  The  credentialing  goal  is  to  reduce  protocol  deviations 
and  provide  institutional  feedback  to  correct  unacceptable  variations 
before  pt  enrollment. 

Materials/Methods:  Credentialing  includes  completing  a  Facility  Ques¬ 
tionnaire  and  developing  3DCRT  and/or  IMRT  treatment  plan  for  3  CT 
benchmark  cases  for:  Arm  lA  -  breast  RT  only;  2 A  -  breast  and  RN  RT; 
and  2B  -  post-mastectomy  chestwall  and  RN  RT  downloaded  from  the 
Radiological  Physics  Center’s  (RPC)  website.  RN  RT  includes  dose 
coverage  of  supraclavicular,  axillary,  and  internal  mammaiy  nodes  in  the 
first  3  intercostal  spaces.  RPC  reviews  the  benchmarks  using  MIM  to 
verify  that  the  dose  to  targets  and  constraints  to  organs  at  risk  meet  pro¬ 
tocol-specified  criteria.  Credentialed  intuitions  may  then  enroll  pts.  The 
first  case  enrolled  on  Arms  2A  and  2B  undergo  pre-treatment  review  and 
ai‘e  scored  per  protocol:  vaiiation  acceptable  or  variation  unacceptable. 
Results:  NSABP  B-51/ RTOG  1304  opened  8-22-2013  with  a  targeted  accrual 
of  1,601.  101  institutions  have  initiated  the  credentialing  process.  94  that  have 
submitted  benchmarks  for  review  with  1%  failed  and  never  resubmitted. 
Credentialed  techniques  are  4%  IMRT  only,  52%  3DCRT  only,  and  44% 
3DCRT  and  IMRT.  Benchmark  initial  failure  rates  requiring  re-submission  are: 
6%  failed  the  benchmark  for  breast  RT  only  (lA);  11%  failed  2B  post-mas¬ 
tectomy  chestwall  and  RN  RT;  and  40%  failed  2A  breast  and  RN  RT  at  least 
once  before  being  credentialed.  9%  of  the  institutions  failed  2A  twice  and  1 
failed  three  times.  87  are  credentialed  to  enter  pts.  9  enrolled  cases  have  had 
pre-treatment  reviews  and  2  scored  “unacceptable”  with  re-submission  for  re¬ 
review  due  to  target  volume  contouring. 

Conclusions:  NSABP  B-51/  RTOG  1304  credentialing  prepares  in¬ 
stitutions  for  RT  delivery  to  meet  protocol  requirements.  This  revealed 
Arm  2A,  breast  RT  and  RN  RT  has  required  resubmission  most  for  in¬ 
stitutions  to  meet  protocol  guidelines. 
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12027, -69651, -37377, -69974,  -2166. 
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Abstract:  Cell-tracking  method  has  an  important  role  in 
detection  of  metastatic  circulating  tumor  cells  (CTCs)  and 
cell-based  therapies.  Label-free  imaging  techniques  are 
desirable  for  cell-tracking  because  they  enable  long  time 
observations  without  photobleaching  in  living  cells  or  tis¬ 
sues  where  labeling  is  not  always  possible.  Photoacous¬ 
tic  microscopy  is  a  label- free  imaging  technique  that  offers 
rich  contrast  based  on  nonfluorescent  cellular  optical  ab¬ 
sorption  associated  with  intrinsic  chromophores  and  pig¬ 
ments.  We  show  here  that  photoacoustic  imaging  is  feasi¬ 
ble  for  detecting  very  low  numbers  (x  10^)  of  melanoma 
cells  without  labeling  because  of  the  strong  instinct  op¬ 
tical  absorption  of  melanin  in  near-infrared  wavelength. 
Flowing  melanoma  cells  are  imaged  with  micrometer- 
resolution  (40  pm)  and  penetration  depths  of  centime¬ 
ters  (13  mm)  in  real-time.  Photoacoustic  imaging  as  a  new 
cell-tracking  method  provides  a  novel  modality  for  cancer 
screening  and  offers  insights  into  the  underlying  biologi¬ 
cal  process  of  cancer  growth  and  metastasis  and  cell  ther¬ 
apy. 
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1  Introduction 

The  ability  to  follow  the  distribution  and  migration  of  cells 
in  living  organisms  is  crucial  for  both  the  development 
of  metastatic  circulating  tumor  cells  (CTCs)  detection  and 
cell-based  therapies  [1,  2].  Several  technologies  exist  that 
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are  able  to  noninvasively  track  cells  in  vivo,  each  with  its 
own  advantages  and  disadvantages  in  terms  of  cell  track¬ 
ing  performance.  MRI  is  unique  in  that  three-dimensional, 
high  resolution  images  can  be  acquired  regardless  of  tissue 
depth  without  the  use  of  ionizing  radiation  [3].  However, 
the  shortcomings  of  MRI  are  that  it  is  not  sensitive  enough 
to  visualize  a  small  number  of  cells,  requires  expensive 
equipment,  and  offers  relatively  low  imaging  speeds.  PET 
and  SPECT  modalities  are  more  sensitive,  but  rely  on  the 
detection  of  radioactive  decay.  The  probes  and  detection 
methods  raise  important  safety  considerations  to  the  pa¬ 
tient  and  potentially  interfere  with  cellular  therapy  [4] .  Op¬ 
tical  methods  show  great  promise  in  small  animal  experi¬ 
ments;  however,  the  imaging  penetration  depth  is  limited 
by  the  low  tissue  penetration  of  light  [1] .  Furthermore,  op¬ 
tical  florescence  imaging  relies  on  the  use  of  fluorescent 
labels  or  dyes,  which  may  be  toxic  or  perturbative  to  cells, 
and  are  subject  to  photobleaching.  It  is  therefore  difficult 
to  use  them  for  studying  long-term  biological  dynamics 
within  living  cells.  Non-invasive  label-free  imaging  tech¬ 
niques  are  desirable  because  they  allow  for  long  time  ob¬ 
servations  in  living  cells  or  tissues  where  labeling  is  not 
always  possible  [5]. 

Photoacoustic  microscopy  (PAM)  is  a  label-free  imag¬ 
ing  technique  that  offers  rich  contrast  based  on  opti¬ 
cal  absorptions  of  the  endogenous  chromophores  (e.g., 
hemoglobin  or  melanin),  and  provides  higher  spatial  reso¬ 
lution  in  deeper  tissue  compared  with  most  optical  modal¬ 
ities  [6-9].  Historically,  label-free  PAM  has  been  suc¬ 
cessfully  applied  to  in  vivo  imaging  of  hemoglobin  and 
melanin,  two  major  sources  of  endogenous  optical  ab¬ 
sorption  in  biological  tissue  in  the  visible  spectral  range. 
Recently,  additional  photoacoustic  contrast  mechanisms 
have  been  demonstrated  by  exciting  myoglobin  [10]  and 
bilirubin  [11]  with  visible  illumination,  DNA  and  RNA  in 
nuclei  [12]  with  ultraviolet  (UV)  illumination,  and  wa¬ 
ter  [13]  and  lipid  [14]  with  near-infrared  illumination.  In 
fact,  PAM  can  potentially  image  any  molecule  that  has 
sufficient  absorption  at  specific  wavelengths  without  flu¬ 
orescent  label  [15].  Unfortunately,  long  scan  times  are 
presently  required  in  high  resolution  PAM  [8, 16]. 
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Here  we  present  a  high-frequency  (40  MHz  central 
frequency)  PAM  system  capable  of  dynamically  tracking 
the  melanoma  cells  with  high  spatial  resolution.  We  show 
that  photoacoustic  imaging  is  feasible  for  detecting  very 
low  numbers  (x  10^)  of  melanoma  cells  without  label¬ 
ing.  Flowing  melanoma  cells  are  imaged  with  micrometer- 
resolution  (40  pm)  and  centimeter-penetration  depth 
(13  mm)  in  real-time. 


Fig.  1.  Schematic  of  photoacoustic  ceii-tracking  technique. 


2  Methods  and  Materials 

2.1  Combined  photoacoustic  and  ultrasound 
(PA/US)  imaging 

Photoacoustic  and  ultrasound  images  were  taken  using 
Visual  Sonics  Vevo  LAZR  Photoacoustics  Imaging  System 
{FUJIFILM  Visualsonics,  Inc.;  Toronto,  Canada).  A  tunable 
(680-970  nm)  OPO  laser  beam  pumped  by  Nd:YAG  laser  de¬ 
livers  <  10  ns  duration  pulses  {OPOTEK  Inc.,  Carlsbad,  CA, 
USA)  through  an  optical  fiber  bundle  to  the  phantom  with 
repetition  frequency  of  20  Hz.  The  fiber  bundle  was  com¬ 
bined  with  the  ultrasound  transducer  and  aligned  such 
that  the  transmitted  light  was  focused  at  the  focal  point  of 
the  transducer.  A  high  frequency  linear  array  transducer 
centered  at  40  MHz  ((22-  to  55-MHz  imaging  band)  was 
used  to  record  the  photoacoustic  signal  and  pulse-echo  ul¬ 
trasound  signal.  As  Fig.  1  illustrates,  when  a  melanoma 
cell  passes  through  the  laser  focal  zone,  a  time  sequence  of 
photoacoustic  pulses  is  generated.  The  trigger  signal  from 
the  laser  system  was  synchronized  with  ultrasound  imag¬ 
ing  system  to  capture  the  photoacoustic  signal  upon  laser 
irradiation.  PA  and  US  images  were  reconstructed  from  the 
acquired  data.  Combined  ultrasound  and  photoacoustic 
images  were  created  by  overlaying  photoacoustic  intensi¬ 
ties  higher  than  a  user-defined  threshold  on  the  grayscale 
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ultrasound  images.  The  system  supports  real-time  B-mode 
imaging  with  spatial  resolution  down  to  40  pm  [17]. 

2.2  Tissue  mimicking  phantom  experiments 
with  melanoma  cell  inclusions 

Accurate  quantification  of  cells  with  high  sensitivity  is 
one  of  the  essential  requirements  for  effective  cell  tracking 
methods.  Additionally,  the  ability  to  track  cells  at  depth 
in  tissue  is  highly  desirable.  To  evaluate  the  sensitivity 
and  depth-performance  of  photoacoustic  imaging,  an  in 
vitro  experiment  using  a  tissue  mimicking  gelatin  phan¬ 
tom  was  performed.  The  phantom  was  made  with  a  lipid 
emulsion  solution  (Intralipid)  to  mimic  tissue  scattering 
(optical  scattering  coefficient  pi's  =  1.0  mm“^),  India  ink 
(optical  absorption  coefficient  pia  =  0.007  mm“^)  to  sim¬ 
ulate  tissue  absorption  and  Agar  powder  (2%)  to  solidify 
the  mixed  Intralipid  and  India  ink  [18].  The  five  inclusions 
(10  pL  each)  were  composed  of  gelatin  solutions  mixed 
with  melanoma  cells  suspended  in  cell  culture  medium 
at  five  different  concentrations  of  cells  (2.5  x  10^  cells/pL, 
5  X 10^  cells/  pL,  1 X 10^  cells/  pL,  2  x  10^  cells/ pL  and  4  x  10^ 
cells/pL)  were  embedded  in  the  gel  phantom  at  depth  of 
10  mm.  B16F10  mouse  melanoma  cells  were  obtained  di¬ 
rectly  from  a  cell  bank  (American  Type  Culture  Collection). 
Cells  were  cultured  using  standard  procedures,  including 
serial  passage  in  phenol-free  RPMI 1640  (Invitrogen)  sup¬ 
plemented  with  lO^o  fetal  bovine  serum  (Invitrogen). 

3  Results 

3.1  Quantification  of  the  cell  detection 
sensitivity 

For  the  cell  detection  sensitivity  experiment,  the 
melanoma  B16F10  cells  were  located  at  10  mm  underneath 
the  surface  of  gel  phantoms.  Figure  2a  shows  the  ultra¬ 
sound  (top),  photoacoustic  (middle),  and  US/PA  (bottom) 
images  of  the  tissue  mimicking  phantom  with  inclusions 
containing  melanoma  cells  at  a  wavelength  of  750  nm. 
Photoacoustic  signals  were  detected  from  different  con¬ 
centrations  of  the  melanoma  cells  in  the  inclusions,  be¬ 
cause  the  melanin  in  the  melanoma  cells  has  a  strong  op¬ 
tical  absorption  in  this  laser  wavelength.  Furthermore,  the 
quantitative  analysis  of  the  photoacoustic  signal  ampli¬ 
tudes  measured  from  the  inclusions,  using  a  laser  fluence 
of  5.0  mj/cm^,  is  shown  in  Figure  2b.  The  results  indicate 
that  the  amplitude  of  the  photoacoustic  signal  is  propor- 
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tional  to  the  concentration  of  the  melanoma  cells.  The 
results  also  indicate  that  with  a  fluence  of  5.0  mj/cm^,  a 
photoacoustic  signal  can  be  detected  for  a  concentration 
of  melanoma  cells  as  low  as  2.5  x  10^  cells/pL,  which  cor¬ 
responds  to  2.5  X  10^  cells  in  10  pL.  The  sensitivity  can 
be  improved  by  increasing  the  pulsed  laser  energy  un¬ 
der  the  ANSI  safety  limit.  Therefore,  the  photoacoustic 
imaging  method  can  quantify  melanoma  cell  concentra¬ 
tions  with  greater  sensitivity  than  MRI  based  cell-tracking 
methods  [3]. 

Cells/|JL:  2.5X10’  5X10^  1X10*  2X10*  4X10* 

Number  of  Cells:  25000  50000  100000  200000  400000 

In  10  pi 

1  2  3  4  5 


(a) 


Fig.  2.  Sensitivity  of  melanoma  cells  detection  with  photoacoustic 
imaging  on  phantom,  (a)  Ultrasound  (top),  photoacoustic  (middle), 
and  US/PA  images  (bottom)  of  the  gelatin  phantom  with  inclusions 
containing  different  concentrations  of  melanoma  cells.  Photoa¬ 
coustic  images  were  obtained  at  a  wavelength  of  750  nm  with  a 
fluence  of  5.0  m)/cm^.  (b)  Photoacoustic  signal  amplitude  vs.  cell 
concentration.  The  graph  presents  the  linear  regression  fit  (with  an 
R2  value  of  0.988)  of  the  mean  values  of  the  photoacoustic  signal 
amplitude  as  a  function  of  the  cell  concentration  in  a  linear  scale. 


3.2  Imaging  penetration  depth 

To  evaluate  the  imaging  penetration  depth  of  photoacous¬ 
tic  imaging  for  cell  tracking,  the  cell  inclusion  was  im¬ 
aged  at  different  depths  embedded  inside  a  gel  phantom 
from  5-13  mm  deep.  Figure  3  shows  the  2-D  reconstructed 
PA  (Fig  3a)  and  US  (Fig  3b)  image  at  810  nm  laser  wave¬ 
length  of  the  melanoma  cells  in  the  phantom.  These  results 
show  that  the  melanoma  cells  at  the  depth  of  13  mm  in¬ 
side  the  phantom  can  be  easily  resolved.  The  image  depth 
can  be  increased  by  using  a  low  frequency  transducer  (13  - 
24  MHz)  up  to  30  mm. 


Fig.  3.  Imaging  penetration  depth  of  photoacoustic  imaging  for  cell 
tracking,  (a)  Photoacoustic,  and  (b)  PA/US  images  of  the  gelatin 
phantom  with  inclusions  containing  melanoma  cells.  The  image 
depth  is  around  15  mm  by  high  frequency  transducer  (32  -  55  MHz). 


3.3  Tracking  melanoma  cells  in  real-time 

Figure  4  demonstrates  the  real-time  cell-tracking  ability  of 
the  PA/US  imaging  system  in  flowing  melanoma  cells.  A 
pump  (CZ-74901-15,  Cole  Parmer  Vernon  Hills,  IL,  USA)  and 
a  1  ml  standard  syringe  connected  with  the  plastic  tube 
were  used  to  produce  a  constant  melanoma  cell  flow  in  the 
plastic  tube.  Laser  irradiation  of  the  area  in  the  tube  gen¬ 
erates  the  PA  signals,  which  can  be  detected  with  an  ul¬ 
trasound  array  transducer  attached  to  the  tube.  The  tube 
was  imbedded  in  a  tissue  mimic  phantom;  both  the  phan¬ 
tom  and  the  ultrasound  transducer  array  were  immersed 
in  a  water  containers.  In  particular,  high  speed  imaging  al¬ 
lows  real-time  visualization  of  the  moving  cells  as  shown 
in  the  images  obtained  at  different  time  points.  Video  1 
shows  photoacoustic  cell-tracking  in  real  time.  This  exper- 
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iment  demonstrates  that  PAM  has  the  potential  to  track 
melanoma  metastatic  cells  in  real  time. 

FrMiM  23_4.6 1  Frame  32.6.4  a  Frame  41.6.2  a 


Frame  50.10.0  a  Frame  59.11.6  a  Frame  66.13.6  a 


(video) 

Fig.  4.  Real-time  tracking  melanoma  cells  with  photoacoustic  imag¬ 
ing.  (video).  The  image  speed  can  up  to  5  frames/s. 


4  Discussion 

In  summary,  we  developed  a  noninvasive  cell-tracking 
method  with  a  label-free  photoacoustic  imaging  tech¬ 
nique.  The  PAM  is  demonstrated  to  be  sensitive  for  mon¬ 
itoring  very  low  numbers  (x  10^)  of  melanoma  cells  with¬ 
out  labeling.  Moreover,  by  using  a  high-frequency  ultra¬ 
sound  array  transducer,  we  can  visualize  cells  in  real  time 
with  very  high  resolution.  Photoacoustic  imaging  provides 
a  new  method  for  cancer  screening  and  may  offer  insight 
into  the  underlying  biological  processes  involved  in  cell 
therapy  including  cell  survival,  migration,  homing,  en- 
graftment,  differentiation,  and  functions. 

The  unique  advantage  of  photoacoustic  cell-tracking 
is  the  possibility  of  detecting  cells  without  labeling 
by  using  the  high  photoacoustic  contrast  of  pigmented 
melanoma  cells  above  the  background  signal  of  blood  [19, 
20].  Since  photoacoustic  methods  can  provide  informa¬ 
tion  on  nonfluorescent  cellular  absorption  associated  with 
intrinsic  chromophores  and  pigments,  this  method  can 
be  extended  to  track  any  of  the  molecules  inside  the 
body  with  a  specific  wavelength  in  the  range  of  their 
strong  optical  absorption  (e.g.,  cytochromes,  hemoglobin, 
carotenoids,  melanin,  DNA/RNA,  water,  or  lipids).  There¬ 
fore,  cellular  PAM  may  pave  the  way  for  many  investiga¬ 
tors  and  clinicians  to  obtain  a  more  in-depth  view  of  the 
underlying  bio-dynamics  of  cellular  treatment  modalities. 
Better,  faster,  and  higher-resolution  PAM  is  on  the  horizon, 
and  they  will  play  an  important  role  in  cell  tracking,  gene 
expression,  and  tumor  biology.  The  advances  made  in  just 
the  past  few  years  have  been  remarkable,  and  there  is  no 
doubt  that  continued  efforts  will  result  in  innovative  imag¬ 
ing  technologies  for  both  animals  and  humans.  We  believe 


that  PAM  will  accelerate  the  application  of  cell  therapy  in 
both  preclinical  and  clinical  studies. 
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